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Supplementary Figures: 

 

Figure S1. Anti-SARS-CoV-2 monoclonal antibody (ab) immunohistochemical analysis (A) and performance characteris-

tics of ‘in-house’ diagnostic assays (B). A. Immunohistochemical images from lung tissues of a positive COVID-19 patient 

(images i-vi) and a negative control (image vii). Cytoplasmic staining of Type II Pneumocytes is seen following incubation 

with secondary Anti-SARS-CoV-2 monoclonal antibody (479-G2) with (ii, iv, vi) and without (i, iii, v) competition with 

excess (one in ten dilution) viral Spike (S) protein. Upon competition, cytoplasmic signal is lost (ii, iv, vi). B. Performance 
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characteristics (sensitivity and specificity expressed in percentages) of ‘in-house’ assays: i. Double Antigen ELISA for an-

tibody detection, ii. Sandwich ELISA for antigen detection in serum, and iii. Sandwich ELISA for antigen detection in 

nasopharyngeal swab specimens. 

 

Figure S2. RNA sequencing data (A) and associated genomic mutations (B) of isolated SARS-CoV-2 strain. A. RNA se-

quencing of SARS-CoV-2 strain isolated from present case. Upon comparison against Wuhan-Hu-1 complete genome, 99% 

coverage similarity was observed (GISAID; Submission reference: EPI_ISL_856971). B. Table listing mutations and their 

corresponding gene locus within SARS-CoV-2 genome. 
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Figure S3. Possible mechanistic explanation undermining masking of immune responses by antigenemia/viremia. (A) A 

plausible explanation for interference may be that anti-SARS-CoV-2 antibodies present in the serum may directly cross 

react to viral antigens and/or virus also found in the serum. Subsequently, the association between anti-SARS-CoV-2 an-

tibodies and viral antigens in the serum will inhibit the cross reaction of anti-SARS-CoV-2 antibodies with SARS-CoV-2 

antigens immobilized on ELISA microplates (negative result). (B) We also suggest that when antigen/viral load decreases, 

this interference/competitive effect is alleviated, permitting serum anti-SARS-CoV-2 antibodies to cross react to immobi-

lized antigen on the ELISA plate and hence being detected (positive result). Competitive ELISA is an established practice 

in immunoassays where the affinity between an antigen and antibody is tested. We propose that this effect may also occur 

during serological diagnostic tests for SARS-CoV-2, where antigenemia/viremia observed in COVID-19 will directly inter-

fere with the immunoassay. Presumably, this may also extend to other infectious viral diseases where antigenemia/viremia 

has been observed. 

 

 

 

 

 


