
 

Supplementary Figure S1. Passing-Bablok regression of 25(OH)D values (ng/mL) obtained with the 

Fujirebio Lumipulse and the VDSCP-certified LC-MS/MS of the CHU de Liège. 25(OH)D: twenty-five-

hydroxy vitamin D; VDSCP: Vitamin D Standardization-Certification Program; LC-MS/MS: liquid 

chromatography tandem mass spectrometry. 
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y = -0,368  +  1,008  x  
n = 779


