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Abstract: Electrochemical characterization and detection of protonated dibucaine (DIC+) at microint-
erface array across water|1,6-dichlorohexane were performed using cyclic voltammetry (CV) and
differential pulse voltammetry (DPV). Some thermodynamic parameters of dibucaine, such as the
standard transfer potential, the Gibbs energy of transfer and the partition coefficient, were estimated
by CV. In addition to the analytical parameters, the impact of bovine serum albumin (BSA) on
dibucaine detection (in artificial serum matrices) was also investigated. DPV was applied to detect a
lower concentration of DIC+, resulting in a detection limit of 0.9 ± 0.06 µM. While the presence of
BSA affected CV, demonstrated as reduced current responses, DPV was confirmed to be an efficient
method for lowering concentrations of the dibucaine detection in the artificial serum matrix in the
presence of BSA, with a limit of detection (LOD) of 1.9 ± 0.12 µM.
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1. Introduction

Ion transfer via the liquid|liquid interface or the interface between two immiscible
electrolyte solutions (ITIES) has captured researchers’ interest in several chemical and
biological applications, such as drug behavior, membrane transport and electrochemical liq-
uid|liquid extraction [1–4]. Electrochemistry of the liquid|liquid interface has progressed
from the transfer of small molecules such as model ions (tetraalkylammonium ions) to
detecting various bioactive interest substances, including amino acids, peptides, proteins,
neurotransmitters, drugs, DNA and food additives [5]. Hence, it plays a potentially crucial
role in the development of new biosensor techniques [5].

Dibucaine hydrochloride (DIC) [2-butoxy-N-(2-diethylaminoethyl)quinoline-4-car-
boxamide hydrochloride] (Figure 1) has evinced immense clinical interest as a local anes-
thetic and was first synthesized by Miescher [6]. This compound is among the most effective
and potent of the long-acting local anesthetics [7]. DIC is commonly utilized as hydrochlo-
ride or a free base in diluting penetrable solutions to produce spinal or surface anesthesia
or ophthalmic ointments to initiate conjunctival anesthesia.
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1. Introduction 
Ion transfer via the liquid|liquid interface or the interface between two immiscible 

electrolyte solutions (ITIES) has captured researchers’ interest in several chemical and bi-
ological applications, such as drug behavior, membrane transport and electrochemical 
liquid|liquid extraction [1–4]. Electrochemistry of the liquid|liquid interface has pro-
gressed from the transfer of small molecules such as model ions (tetraalkylammonium 
ions) to detecting various bioactive interest substances, including amino acids, peptides, 
proteins, neurotransmitters, drugs, DNA and food additives [5]. Hence, it plays a poten-
tially crucial role in the development of new biosensor techniques [5]. 

Dibucaine hydrochloride (DIC) [2-butoxy-N-(2-diethylaminoethyl)quinoline-4-car-
boxamide hydrochloride] (Figure 1) has evinced immense clinical interest as a local anes-
thetic and was first synthesized by Miescher [6]. This compound is among the most effec-
tive and potent of the long-acting local anesthetics [7]. DIC is commonly utilized as hy-
drochloride or a free base in diluting penetrable solutions to produce spinal or surface 
anesthesia or ophthalmic ointments to initiate conjunctival anesthesia. 

 
Figure 1. The chemical structure of dibucaine hydrochloride. 
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Figure 1. The chemical structure of dibucaine hydrochloride.
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To date, many methods have been used to determine DIC, including high performance
liquid chromatography (HPLC) [8–11], gas chromatography (GC) [12–14], column liquid
chromatography (LC), thin-layer chromatography (TLC) [15], fluorimetry [16], spectropho-
tometry [17–19] and electrochemical methods [20–23]. However, most of the previous
methods are associated with disadvantages such as being time-intensive, the require-
ment of sample pre-treatment, intensive solvent usage, the requirement of extraction and
the use of expensive devices. Electrochemical methods are characterized by low cost,
portability and fast laboratory analysis, rendering them the preferred dibucaine detection
techniques [12]. However, most studies involving various electrochemical approaches
have focused on electrode|electrolyte interfaces, primarily using cyclic voltammetry (CV),
differential pulse voltammetry (DPV) and square wave (SWV) [21–23].

At physiological pH, most drug molecules are commonly ionizable and exist in both
forms (ionic and neutral) or one of them. Thus, these drugs are suitable for voltammetric
studies via the water|organic interface, which provide essential information about their
physicochemical properties of biological interest, such as standard potential, Gibbs energy
transfer and the partition coefficients. Electrochemical transfer of local anesthetics, includ-
ing dibucaine, has been studied across the nitrobenzene (NB) water (W) interface using
polarography [24] and CV [25]. In these studies, the relationship between the pharmacolog-
ical activity and the half-wave potential of the voltammogram has been explicated. Samec
et al. studied the influence of ion structure on the pharmacological activity and the transfer
kinetics of these drugs across the water|o-nitrophenyl octyl ether interface [26].

However, no studies have been conducted on the electrochemical detection of ion-
ized dibucaine in biological samples based on the ion transfer across the water|1,6-
dichlorohexane interface. Consequently, this study presents dibucaine detection oppor-
tunities based on ion transfer across the liquid|liquid microinterface. Nevertheless, the
detection of ionizable drugs at the liquid|liquid interface through numerous electro-
chemical approaches has been previously studied, including the daunorubicin drug via a
microporous polyethylene terephthalate (PET) membrane-modified ITIES [27], ion transfer
of catamphiphilic drugs across a polymeric membrane [28], the β-blocker propranolol
drug [29] and protonated ractopamine [30] via a microporous silicon membrane-modified
liquid–liquid interface. Recently, we studied the electrochemical behavior and detection of
diclofenac across a microporous silicon nitride membrane modified microinterface. Both
radial and linear diffusion contributed to the membrane by producing a combination
of steady-state and peak behavior in the forward scan. In contrast, the linear diffusion
produced peak behavior on the reverse scan [31].

Voltammetry at the ITIES is more suitable for determining thermodynamic param-
eters, such as the transfer standard potential difference, the Gibbs energy and parti-
tion coefficient of the ionized species [30]. In addition to analytical studies, the ITIES
could mimic the drug transfer via biological membranes and offers important insight into
drug action mechanisms [27].

Direct detection of drugs in biological samples, for example, blood or serum tests, is
significant as it provides data on circulation level. Nonetheless, this cycle can be impeded
due to drug–protein binding [32]. Blood protein functions in drug transportation, distribu-
tion, metabolism, absorption and excretion [33–35]. Serum albumin is found in abundance
(ca. 60 % of proteins) in blood and exhibits a great deal of drug affinity [36,37]. A few novel
label-free approaches have been developed to measure drug–protein interactions [38].
Bovine serum albumin (BSA) was chosen in this study due to its homology to human
serum albumins [39–41].

This study is focused on the electrochemical behavior of protonated dibucaine (DIC+)
at the micro-ITIES array. Quantitative methods that include the detection of DIC+ by
simple ion transfer at the water|1,6-DCH microinterface array are reported, using CV
and DPV, which are examined in this study. The analytical parameters for the transfer of
ionizable dibucaine are discussed. Apart from the analytical parameters, the influence of
serum protein on DIC+ detection is also presented.
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2. Materials and Methods
2.1. Reagents

All chemicals used in this study were obtained from Sigma-Aldrich, Malaysia, un-
less stated otherwise. Potassium phosphate monobasic (KH2PO4), D-glucose and potas-
sium chloride (KCl), calcium chloride (CaCl2) and magnesium chloride (MgCl2) were
obtained from HmbG. Urea was obtained from BDH Laboratory Supplies, Malaysia. In
addition, sodium phosphate monobasic (NaH2PO4) was purchased from Fisher Scientific,
Malaysia. Similarly, 1,6-dichlorohexane (1,6-DCH) solvent (98%) was purchased from
Sigma, Malaysia, and it was purified as previously reported [42]. The aqueous phase was
prepared by dissolving 10 mM lithium chloride (LiCl) in ultrapure water (resistivity of
18 MΩ cm) from Sartorius, Malaysia). The supporting electrolyte of the organic phase
was prepared by the metathesis of bis(triphenylphosphoranylidene)ammonium chloride
(BTPPACl) with potassium tetrakis(4-chlorophenyl) borate (KTPBCl) and 10 mM BTPPATP-
BCl dissolved in 1,6-DCH. Both the aqueous and organic phase solvents were reciprocally
pre-saturated before conducting the experiments.

The organic reference solution was prepared from 1.0 mM BTPPACl dissolved in
10 mM LiCl (aqueous). Tetramethylammonium chloride (TMACl) and dibucaine hydrochlo-
ride, which acted as the model ion and drug analyst, respectively, along with their stock
solutions, were prepared in10 mM LiCl. The artificial serum matrix [43,44] used comprised
5.0 mM calcium chloride (CaCl2), 1.5 mM potassium chloride (KCl), 1.6 mM magnesium
chloride (MgCl2), 1.0 mM sodium phosphate monobasic (NaH2PO4), 4.7 mM D-glucose,
2.5 mM urea, 1.0 mM KH2PO4 and 0.6 mM bovine serum albumin (BSA), before being
prepared in ultrapure water.

2.2. Electrochemical Cell of the Microscale Interface

The electrochemical experiments were carried out utilizing a potentiostat Autolab
PGSTAT101 (Metrohm, Selangor, Malaysia) with Nova 1.1 software provided along with
the apparatus. As previously reported [42,45], the membrane-modified water|1,6-DCH
interface was polarized in a three-electrode cell with one silver|silver chloride (Ag|AgCl)
electrode serving as reference and counter electrodes in the aqueous phase. In contrast,
a second silver|silver chloride (Ag|AgCl) electrode with platinum mesh (Pt) electrode
served as a reference and a counter electrode, respectively, in the organic phase, as illus-
trated in Figure 2. The cell used was placed in a Faraday cage to minimize the electrical
noise. The array of the microporous supported liquid|liquid interface for studying the ion
transfer process was characterized as a previously reported [31]. Briefly, 2500 micropores
arranged in a cube close-packed (CCP) arrangement, each with a diameter of 2.5± 0.09 µm,
a pore center-to-center separation of 12.65 ± 0.13 µm and 100 µm membrane thickness(L).
The membrane used was sealed using silicone sealant to one end of the borosilicate glass
tube containing 500 µL of the aqueous phase before being immersed in a 10 mL glass
beaker that contained 1.0 mL of the organic phase on the bottom and 2 mL of the organic
reference solution on the top. The cells used in this study are summarized as follows:

Ag
∣∣AgCl

∣∣x µM DIC+ in 10 mM LiCl (W)
∣∣∣∣10 mM BTPPATPBCl (1, 6-DCH)

∣∣1.0 mM BTPPACl in 10 mM LiCl(W)
∣∣AgCl

∣∣Ag Cell (1)
Ag
∣∣AgCl

∣∣x µM DIC+in artificial serum (W)
∣∣∣∣10 mM BTPPATPBCl (1, 6-DCH)

∣∣1.0 mM BTPPACl in 10 mM LiCl(W)
∣∣AgCl

∣∣Ag Cell (2)

where x denotes the concentration of dibucaine in the aqueous phase. The TMA+ was
added into the final experiment of DIC+ transfer as a reference to the potential scale. Be-
fore adding a drug or model ion into the aqueous phase using a micropipette to reach
the required concentration, CVs of blank (background electrolytes) were recorded at
10 mVs−1 over a wide range of potential scales to determine the boundaries of the available
potential window.



Chemosensors 2021, 9, 15 4 of 15Chemosensors 2021, 9, x FOR PEER REVIEW 4 of 15 
 

 

 
Figure 2. Schematic diagram of the three-electrode electrochemical cell used to support micro-
ITIES arrays. 

3. Results and Discussion 
3.1. Electrochemical Behavior at the Micro-ITIES Array 

Background-subtracted voltammograms for concentrations ranging from 20 to 100 
µM, with an increment of 20 µM of dibucaine cation (DIC ) at the micro-ITIES arrays, are 
introduced in Figure 3a. Given that the DIC has the amine group in its structure with pKa 
= 8.30 [25], the aqueous phase applied here, 10 mM LiCl (pH = 4), is adjusted by 10 mM 
HCl to ensure that the DIC is fully protonated. The voltammograms obtained show that DIC  ions, which was initially present in the aqueous phase, was transferred from the 
aqueous phase into the organic phase on the forward CV sweep, then these ions were 
transported back into the aqueous phase from the organic phase in the reverse scan under 
control potential. The potential peaks were observed at approximately 0.52 and 0.40 V for 
the forward and the reverse scans. Approximately 80 µM of tetramethylammonium ion (TMA ) was spiked into the final experiment of 100 µM of DIC  in the aqueous phase 
(Figure 3b) as a model ion and a potential axis reference ion, at transfer potentials of ap-
proximately 0.73 and 0.67 V for forward and reverse scans, respectively [45]. The aim of TMA  addition was evidence of the suitable setup of the experimental cell. No interfer-
ence was observed between the transfers of TMA  and dibucaine. Figure 3c represents 
the calibration plots bearing the linear relationship between the peak currents versus DIC+ 
concentrations in the aqueous phase for the forward and reversed scans, with the regres-
sion equations: Ip(µA) = 0.0046 concentration (µM)−0.018 (µA), R2 = 0.9977 for forward scan 
and Ip = −0.0038 concentration (µM)−0.017 (µA), R2 = 0.9889 for reverse scan. 

The microporous silicon nitride membrane used here showed recessed microinter-
face behavior so that the pores were filled with the aqueous phase and the interface was 
within the pore length and at the organic phase side [31]. For recessed micro-ITIES array, 
spherical diffusion is generally observed at the pore opening, while linear diffusion dom-
inates within the channel’s confines. In comparison to the inlaid interface, the recessed 
interface demonstrated a lower steady-state current (𝐼 ), by a factor equal to (4𝑙 +  𝜋𝑟 ) + 
1, as reported by Bond and co-workers [46]. This reduction is attributed to the shielding 
effect of the surrounding pore walls. 

However, the voltammograms obtained (Figure 3a,b) displayed symmetrical behav-
ior on both forward and reverse scans, which showed incorporation between the peak and 
steady-state behavior with peak current dominance on the forward scan over the peak 
observed on the reverse scan. This behavior demonstrates that the ion accumulated close 

Figure 2. Schematic diagram of the three-electrode electrochemical cell used to support
micro-ITIES arrays.

3. Results and Discussion
3.1. Electrochemical Behavior at the Micro-ITIES Array

Background-subtracted voltammograms for concentrations ranging from 20 to 100 µM,
with an increment of 20 µM of dibucaine cation (DIC+) at the micro-ITIES arrays, are
introduced in Figure 3a. Given that the DIC has the amine group in its structure with
pKa = 8.30 [25], the aqueous phase applied here, 10 mM LiCl (pH = 4), is adjusted by
10 mM HCl to ensure that the DIC is fully protonated. The voltammograms obtained show
that DIC+ ions, which was initially present in the aqueous phase, was transferred from
the aqueous phase into the organic phase on the forward CV sweep, then these ions were
transported back into the aqueous phase from the organic phase in the reverse scan under
control potential. The potential peaks were observed at approximately 0.52 and 0.40 V for
the forward and the reverse scans. Approximately 80 µM of tetramethylammonium ion
(TMA+) was spiked into the final experiment of 100 µM of DIC+ in the aqueous phase
(Figure 3b) as a model ion and a potential axis reference ion, at transfer potentials of
approximately 0.73 and 0.67 V for forward and reverse scans, respectively [45]. The aim of
TMA+ addition was evidence of the suitable setup of the experimental cell. No interference
was observed between the transfers of TMA+ and dibucaine. Figure 3c represents the
calibration plots bearing the linear relationship between the peak currents versus DIC+

concentrations in the aqueous phase for the forward and reversed scans, with the regression
equations: Ip(µA) = 0.0046 concentration (µM)−0.018 (µA), R2 = 0.9977 for forward scan
and Ip = −0.0038 concentration (µM)−0.017 (µA), R2 = 0.9889 for reverse scan.

The microporous silicon nitride membrane used here showed recessed microinterface
behavior so that the pores were filled with the aqueous phase and the interface was within
the pore length and at the organic phase side [31]. For recessed micro-ITIES array, spherical
diffusion is generally observed at the pore opening, while linear diffusion dominates
within the channel’s confines. In comparison to the inlaid interface, the recessed interface
demonstrated a lower steady-state current (Iss), by a factor equal to (4l + πra) + 1, as
reported by Bond and co-workers [46]. This reduction is attributed to the shielding effect
of the surrounding pore walls.
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However, the voltammograms obtained (Figure 3a,b) displayed symmetrical behavior
on both forward and reverse scans, which showed incorporation between the peak and
steady-state behavior with peak current dominance on the forward scan over the peak
observed on the reverse scan. This behavior demonstrates that the ion accumulated close
to the pore interface on the organic side during the water-to-organic transfer, owing to the
slower diffusion process in the more viscous 1,6-DCH, as shown in previous simulation
reports [47]. The diffusion zone overlap was expected to occur and contribute to the
more pronounced peak shape observed because the pore center-to-center separation in the
membrane used was not big enough. Consequently, the spherical diffusion contribution
will decline, while the linear diffusion contribution will increase, thus resulting in the
appearance of a peak-shaped voltammogram [47].

Another possible factor for the observed voltammogram behavior is that the ITIES
is in the pore channel’s center. In this condition, the diffusion patterns (and the shielding
effect of the surrounding pore wall) produced from the forward and reverse sweeps are
observed to be equal [16]. The transfer processes from both W to O and O to W may be
treated similarly to the recessed ITIES condition, where W and O signify aqueous and
organic phases, respectively. Therefore, the limiting current can be calculated at such a
recessed micro-ITIES by Equation (1) [45,48]:

Ilim =
4πnFDCr2

4l + πr
(1)

where n refers to the number of pores, F the constant of Faraday, D denotes the dif-
fusion coefficient, C represents the bulk concentration of the transporting species, r
is the radius of the pore and l signifies the recess depth (100 µm). Equation (1) was
utilized to determine the diffusion coefficient of DIC+ in the aqueous phase from the
slope of the linearity of the peak currents (forward scan) versus DIC+ concentrations
(Figure 3c). Its value of 3.92 × 10−6 cm2 s−1 is in good agreement with the expected the-
oretical value calculated by the relationship between the molar mass and the diffusion
coefficient (logDaqu = 4.15 − 0.488 log Mr) [49], 3.99 × 10−6 cm2 s−1. However, it was 3-
fold lower than the previously reported value [26] at the water|o-nitrophenyl octyl ether
interface (7.9 × 10−6 cm2 s−1). As reported previously [50], the ion-pair formation of the
transferring anion with the supporting electrolyte cation was present in the organic phase.

If the diffusion zones are heavily overlapped, a purely linear diffusion will be observed;
the Randles–Ševcik expression defines the resulting peak current. CV of 100 µM of DIC
at varying scan rates (10–100 mVs−1) (Figure 4a) was performed, demonstrating that
the forward peak slightly shifted to a more positive potential with increasing sweep
rate, whereas the peak shape became more pronounced as the scan rate was increased.
Furthermore, the peak current (Ip) associated with the ion transfer (IT) process was linearly
dependent on the square root of the scan rate (ν), indicating a one-dimensional diffusion-
controlled process (Figure 4b). For the forward scan, the linear response was expressed by
the slope equation: Ip (µA) = 4.8701 ν1/2 (V/s)1/2 + 0.0808 (µA), R2 = 0.9898. For a linear
diffusion process, the peak current is expected to be proportional to the square root of the
scan rate (υ1/2), as described by the Randles–Ševcik Equation (2).

Ip = 0.4463ziFACi

√
ziFvDi

RT
(2)

where Ip is peak current, F signifies faraday constant (96,485), A denotes the total cross-
sectional area of the interfaces (0.25 mm2), zi represents the charge, R is the gas constant
8.314 J/mol K, T is the absolute temperature of 298 K◦ and Ci is the bulk concentration
of the transferring ions in the aqueous phase. From the negative (cathodic) peak current,
it is possible to determine the diffusion coefficient of the transferred anion in water (or
equivalently for this sign of current, for a cation in the 1,6-DCH phase). Similarly, the
positive (anodic) peak current would yield the diffusion coefficient of the transferred cation
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in water, or anion in 1,6-DCH, respectively. From Equation (2), the diffusion coefficient of
DIC+ from the Randles–Ševcik plot’s slope was calculated to be 5.2 × 10−5 cm2 s−1, which
was 6-fold higher than a previous study [26]. This result indicates that the micro-ITIES is
closest to the recessed microinterface behavior.
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20 to 100 µM, in increment of 20 µM. (b) Voltammograms of 100 µM DIC+ with 40µM TMA+ (dashed
line) across water|1,6-DCH microinterface at scan rate 10 mVs−1. (c) Calibration curve of the forward
peak currents (positive scan) and reverse peak currents (negative scan) against DIC+ concentrations.
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3.2. Thermodynamic Data of DIC+ Transfer at the Microinterface

The analytical parameters of simple ion transfer for DIC+ were determined from the
voltammograms illustrated in Figure 3 and summarized in Table 1. By transforming the
experimental value obtained to the Galvani potential scale, the standard transfer potential
of an ionized drug can be obtained using standard thermodynamic values of well-known
reference ions such as TMA+ shown by the following Equation (3) [51,52].

E1/2(DIC+)− ∆w
o ∅

◦
(DIC+) = E1/2(TMA+)− ∆w

o ∅
◦
(TMA+) (3)

where ∆w
o ∅

◦
represents the standard transfer potential of the TMA+ and DIC+, E1/2(drug)

and E1/2(TMA+) are the experimental half-wave potentials. The value of ∆w
o ∅

◦
(TMA+)

used was 0.173 V [42]. The Galvani transfer potential of DIC+(∆w
o ∅

◦
(DIC+) determined by

Equation (3) was −0.077 V, while the published literature value in the water|o-nitrophenyl
octyl ether (o-NPOE) interface was −0.097 mV [26]. Notably, the Gibbs energy of ion
transfer (∆G0, w→o

tr, Drug) is immediately linked to the standard transfer potential [30,52]. Thus,
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the (∆G0, w→o
tr,DIC+) of DIC+ transfer from the aqueous to the 1,6-DCH phase can be obtained

by Equation (4).

∆w
0 ∅

◦

DIC+ =
(∆G0, w→o

tr,DIC+)

zF
(4)

The value calculated for (∆G0, w→o
tr,DIC+ ) of DIC+ transfer across water|1,6-DCH was

−7.4 kJ/mol.
Another parameter that can be calculated according to the standard transfer energy

is the partition coefficient (logP
◦
) or defined as the lipophilicity coefficient of a specific

solute containing two immiscible solvents [30]. The DIC+ partition coefficient (logP
◦

DIC+ )
between 1,6-DCH and water is denoted by Equation (5) as:

logP
◦

DIC+ = −
(∆G0, w→o

tr,DIC+)

2.3RT
(5)

where R signifies the gas constant 8.314 J/mol-K, and T, the absolute temperature of 298 K◦.
The calculated value of logP

◦
DIC+ was 1.3, which was lower than the value measured at

a nitrobenzene–water interface (2.86) [25]. To compare the partition coefficients of the
neutral form (logP

◦
n−oct (4.4)) [53] in n-octanol–water system with the partition coefficient

of ionized species (logP
◦
DIC+ (1.3)), dibucaine in neutral form is significantly more lipophilic

than ionizable form.

Table 1. The formal transfer potential, the standard Gibbs energy of transfer and the partition
coefficient of ionized dibucaine drug in the water|1,6-DCH system.

Parameter DIC+

pKa 8.30 ± 0.12 a

∆w
DCH∅

◦
(V) −0.077 ± 0.32

(∆G0, w→o
tr,DIC ) (kJ mol−1) −7.4 ± 0.06

logP
◦

DIC (ionised) 1.3 ± 0.02
logP

◦
n−oct(neutral) 4.4 b

DDIC+/ cm2 s−1 3.91 ± 0.2 × 10−6

a,b Data obtained from [53].

3.3. Differential Pulse Voltammetric (DPV) Analysis at the Micro-ITIES Array

DPV was utilized to evaluate the parameter linearity, the limit of detection (LOD)
and the performance of the proposed membrane, wherein it is possible to define better
sensitivity of peaks at a lower concentration than the voltammograms obtained by CV.
A background electrolyte transfer (absent of DIC) was initially recorded before the back-
ground subtraction procedure was utilized to increase the method’s sensitivity. Figure 5a
shows the voltammograms obtained for the increased DIC concentrations in the aque-
ous phase in the range of 4 to 24 µM, with an increment of 4 µM. The voltammograms
in Figure 5b exhibited the linearly increased peak current with an increase in the DIC+

concentration, with a linear concentration dependence observed within the range studied—
Ip(µA) = 0.007 concentration (µM) − 0.0141 (µA), R2 = 0.9794 (n = 5). The potential scan
was in the positive direction with the peak potential for DIC + transfer from the aqueous
phase to the organic phase was found to be 0.46 ± 0.01 V.

The LOD is calculated based on 3σ/b, where σ denotes the blank’s standard deviation
and b is the curve slope [30]. The LOD is 0.9 ± 0.06 µM, marking an improved mem-
brane use for the 1.5 µM detected using DPV [31]. Electrochemical methods reporting the
determination of dibucaine in pharmaceutical formulations and biological samples are
scarce, and all these methods are focused on the solid|liquid interface. The suggested
method is sensitive and comparable to other approaches. The analytical results of these
measurements are summarized in Table 2.
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Table 2. Comparison of the proposed DPV method with some previous electrochemical methods to determine dibucaine.

Interface Detection Method Linear Range (µM) LOD (µM) ± SD Reference

A graphite
pencil|Britton–Robinson buffer

DPV
SWV

1.5–18
1–11

0.7 ± 0.05
0.5 ± 0.06 [21]

An activated glassy
carbon|Britton–Robinson buffer

DPV
SWV

1.3–14
2–28

0.4 ± 0.002
0.9 ± 0.003 [21]

Silver nanoparticle on glassy
carbon electrode DPV 18.5–72.2 0.002 [22]

An ion-selective electrode Potentiometric 1–10 0.7 [54]

In situ carbon paste electrodes Potentiometric 10–10,000 10 ± 0.14 [55]

Water|1,6-DCH DPV 4–24 0.9 ± 0.06 This work

3.4. Determination of Dibucaine in Artificial Serum at the Micro-ITIES Array

The detection of dibucaine in an artificial serum matrix, representing the aqueous
phase solution was performed using Cell 2. In this work, artificial serum solutions were
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divided into two types to investigate the possibility of BSA hampering the determination
of DIC +, as reported previously with some ionized drugs at the liquid|liquid inter-
face [31,40]. As indicated in the experimental section, the first solution was prepared from
serum components, without BSA, while the second solution was prepared with BSA at
physiological concentration.

Several methods have reported that BSA impedes the detection process, including
drug–protein binding, potential window shortening [30,32] or adsorption of protein at the
interface [32,40]. An overall BSA charge is approximately −17 at physiological pH [30]
and dibucaine (pKa 8.3) has a charge of +1. This difference, in turn, may enhance albumin–
dibucaine binding, despite the action of electrolyte ions protecting the charges will partly
reduce the binding reaction.

CVs of 100 µM dibucaine in the absence and presence of BSA in artificial serum ma-
trices were conducted, as illustrated in Figure 6a,b. The addition of BSA led to a decrease
in the potential window from 900 (in its absence) to 800 mV. As discussed in the previ-
ous section, voltammograms demonstrated symmetrical shape, with the dominance of
peak-shaped responses over a steady-state behavior on both forward and reverse sweeps
(Figure 6a). However, in Figure 6b, with the addition of BSA, the peak current response is
less sharp due to drug–protein interaction [32].
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It can be observed that the peak current responses for dibucaine in artificial serum
without BSA on both forward and reverse sweeps were slightly higher than that in the
presence of BSA. Since current responses are proportional to the transporting species’
concentration, this decrement can be suggested as a low concentration of free dibucaine in
the aqueous phase. TMA + was also added for each artificial serum matrix (Figure 6a,b).
The half-wave potential of the TMA + ion was observed to shift to a more negative
potential in the presence of BSA, which was from 0.68 V without BSA to 0.64 V with BSA.
Similarly, the current responses for TMA+ slightly decreased in the presence of BSA in
both forward and reverse scans from ~0.2 ± 0.03 (BSA absence) to ~0.1 ± 0.02 µA and from
~0.1 ± 0.06 in the absence of BSA to ~0.08 ± 0.04 µA in the presence of BSA. This result
indicated that BSA was adsorbed at the interface and inhibited the drug ion transfer, as
previously reported [32].

3.5. Differential Pulse Voltammetry at the Micro-ITIES Array

DIC detection in two artificial serum matrices to study the impact of BSA on the DIC
detection was investigated using DPV. As shown in Figures 7a and 8a, the decrease in the
obtained current signal in the serum solution (BSA presence) by CV is also observed with
DPV. The potential scan was positive, equivalent to dibucaine transfer from the aqueous
phase to the organic phase. Compared to the CV responses, higher current responses were
obtained using DPV, denoting an advantage of its enhanced sensitivity, thereby allowing
improved detection of dibucaine in artificial serum with BSA.

Figures 7a and 8a display increasing concentrations of dibucaine added to two artificial
serum matrices in the absence and presence of BSA, respectively. Voltammograms obtained
from both sets demonstrated that BSA affected the transfer process of dibucaine detection
by causing reduced peak currents. However, the peak currents were linearly increased
with dibucaine concentrations in both artificial serum matrices (Figures 7b and 8b), as
depicted by the regression equations: Ip(µA) = 0.0098 concentration (µM) − 0.0145 (µA),
R2 = 0.9893 for serum without BSA and Ip = −0.0063 concentration (µM) − 0.036 (µA),
R2 = 0.9812 for serum with BSA. In the presence of BSA, the response of peak currents
for dibucaine was almost two-fold lower than without BSA. The LOD for dibucaine in
artificial serum without BSA was 1.4 ± 0.07 µM, while the detection limit in the presence
of BSA was 1.9 ± 0.12 µM. The relative standard deviation (RSD%) and recoveries of the
detected concentrations in the serum matrix (BSA presence) are summarized in Table 3.
These concentrations were calculated from the regression equation (Figure 8b) as the
precision and accuracy of the proposed method. The results demonstrate the validity of the
proposed method for determining dibucaine in the serum matrix in the presence of BSA.

Table 3. Recovery of dibucaine in serum (BSA presence).

Concentration Added (µM) Concentration Founded (µM)
(n = 5 (± SD)) Recovery (%) RSD %

(n = 5)

8 7.9 ± 0.23 98.8 2.94
12 12.1 ± 0.24 100.8 2.03
16 16.01 ± 0.22 100.1 1.39
20 18.4 ± 0.4 92 2.18
24 24.8 ± 0.4 103.3 1.6

SD: standard deviation (n = 5); RSD: relative standard deviation.
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4. Conclusions

The voltammetric behavior of ion dibucaine transfer across water|1,6-dichlorohexan
at micro-ITIES was investigated via CV and DPV. The experimental voltammograms
were contributed by both radial and linear diffusions on the forward scan (producing
a combination of steady-state and peak behavior), while a linear diffusion control on
the reverse scan (producing peak behavior). This behavior indicates that the diffusion
zone overlap exists, and the micro-ITIES is closest to the recessed microinterface behavior.
The analytical parameters of simple ion transfer for DIC+ were determined to be slightly
lower than values from previous studies due to the ion-pair formation of the transferring
anion with the supporting electrolyte cation present in the organic phase, as reported
previously [50]. Moreover, the DPV method was utilized effectively to detect low dibucaine
concentrations, with the LOD of 0.9 ± 0.06 µM. The effect of BSA on the detection of
dibucaine was studied at micro-ITIES using voltammetry methods. Higher peak responses
of current were recorded for DPV compared to CV responses, denoting its increased
sensitivity, consequently allowing for improved detection of dibucaine in artificial serum in
the presence of BSA. However, higher peak currents were recorded for dibucaine detection
in artificial serum without BSA, as demonstrated in the CVs. These results indicated that
BSA affected the detection of dibucaine in artificial serum. Although it was still possible to
detect dibucaine in the presence of BSA, the peak current responses were slightly reduced.

On the contrary, the DPV technique was efficiently utilized for dibucaine detection,
with an LOD of 1.9 ± 0.12 µM. Further improvements in membrane preparation may
enable the controlled location of the ITIES within the pore structure. A lower detection
limit might be achieved using differential pulse stripping voltammetry combined with
preconcentrating the gel layer’s target, followed by fast stripping [32,56].
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