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Abstract: Hybrid nanomaterials consisting in 5,10,15,20-tetrakis(4-amino-phenyl)-porphyrin (TAmPP)
and copper nanoparticles (CuNPs), platinum nanoparticles (PtNPs), or both types (Pt@CuNPs) were
obtained and tested for their capacity to optically detect uric acid from solutions. The introduction
of diverse metal nanoparticles into the hybrid material proved their capacity to improve the de-
tection range. The detection was monitored by using UV-Vis spectrophotometry, and differences
between morphology of the materials were performed using atomic force microscopy (AFM). The
hybrid material formed between porphyrin and PtNPs hasthe best and most stable response for uric
acid detection in the range of 6.1958 × 10−6–1.5763 × 10−5 M, even in the presence of very high
concentrations of the interference species present in human environment.

Keywords: uric acid detection; PtNPs; CuNPs; Pt@CuNPs; amino-substituted porphyrin; hybrid
porphyrin nanomaterials; UV-vis spectroscopy; AFM

1. Introduction

Uric acid (UA), with IUPAC nomenclature: 7,9-dihydro-1H-purine-2,6,8(3H)-trione,
is formed in human body by thecatabolization of the purine nucleosides [1] that are also
components of normal DNA.

In healthy people, normal levels of UA vary function of the nature of analyzed samples
between 0.13 and 0.46 mM in serum, ten times higher 1.49–4.50 mM in urine, and in the
range from120 µM to 400 µM in the saliva [2,3].

Higher levels, above 420 µM in serum and 4.43 mM in urine, leading to hyper-
uricemia, are characteristics of diseases such as: hypertension, cardiovascular disease, gout,
arthrophlogosis, and chronic nephropathy. They can also represent a risk factor for 2-type
diabetes [4,5]. On the other hand, having uric acid in serum and urine lower than 120 µM
and, respectively, 1.48 mM may cause neurodegenerative diseases, potentially leading
to Wilson’s disease due to copper toxicity and worsening multiple sclerosis or oxidative
stress [6].

In consequence, UA is considered to be an important biomarker in urine, serum, and
saliva, and monitoring for high uric acid levels is a demand when people are undergoing
radiation or chemotherapyin cases of obesity, psoriasis, or hypothyroidism [7]. Different
techniques for UA detection were successfully used in the last period. The selection of
methods is made by comparing their main performances (namely, detection domain, limit
of detections, and major advantages/drawbacks (Table 1)).
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Nanoparticles such as copper, gold, CeO2, or magnetite nanoparticles (e.g., CuNPs,
AuNPs, CeO2NPs, Fe3O4NPs) or hybrid materials containing them, based on polymers,
graphene or mesoporous silica spheres, were used as sensitive materials for the selective de-
tection of UA by electrochemical [8,9], spectrophotometric (limit of detection 5 µM) [10,11],
chemiluminescent [12], or by HPLC methods [13].

Modified glassy carbon electrodes (GCE) with citric acid were used for the detection of
uric acid and exhibited a good linear response in the range of 7.5 µM–0.18 mM [8]. UA was
determined from human urine on copper(II)-polydopamine immobilized on GCE surface
by differential pulse voltammetry. The linear response in the range of 0.06–1.68 mM was
possible only in the absence of ascorbic acid (AA) interference [9]. The simultaneous deter-
mination of AA (limit of detection 1.65 µM) and UA (limit of detection 2.14 µM) in human
blood serumwas reported by electrocatalytic oxidation using modified glassy carbon-
electrodes (GCE) with a composite film of AuNPs and mesoporous silica spheres [14].

By performing HPLC separations on a reversed-phase C18 column, with UV detection
at 205 nm, it was possible to realize simultaneous determination of creatinine and UA in
human urine samples [13].

UA could quench the fluorescence of sensitive fluorophores through coordination,
π−π hydrophobic interactions, or even hydrogen bonding. The fluorescence quenching of
gold nanoclusters in the presence of iodide was reported to detect UA in the concentrations
range of 0.7–80 µM, with a detection limit of 120 nM, from blood samples [15,16].

Using UV-Vis spectrometry, different concentrations (0.8 mg/mL, 0.6 mg/mL,
0.4 mg/mL) of uric acid were precisely detected at a constant absorption UV wavelength,
294.46 nm in a short time response [17,18]. A colorimetric assay using Pt@Agnanoflowers
(Pt@AgNFs) was developed to detect UA with high sensitivity [19]. The color of the
solution changes from colorless to blue, depending on the amount of UA.

Due to their versatile photo-sensitive properties, porphyrins can act both as recogni-
tion or detection units in bioanalysis [20]. The synergistic effect between 5,10,15,20-tetra
(4-pyridyl)-21H, 23H-porphyrin and graphene oxide was exploited to realize an UA am-
perometric biosensor having linear range from 0.02 to 5 µM and a detection limit of 1 µM,
capable to function both in urine and blood samples [21].

The purpose of this study was to develop improved nanomaterials based on synergistic
behavior of a symmetrical amino-substituted porphyrin (namely 5,10,15,20-tetrakis(4-
amino-phenyl)-porphyrin, (TAmPP), in association with CuNPs, PtNPs, or Pt@CuNPs)
and to select the best performing sensitive material for fast, sensitive, and selective uric
acid optical detection. For enabling the selections, comparative testing was performed
using porphyrin alone and its complex nanomaterials with CuNPs, PtNPs, and platinum
covered copper core nanoparticles (Pt@CuNPs). Structures of the amino-functionalized
porphyrin and of the uric acid are provided in Figure 1.
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Table 1. Recently developed detection methods of uric acid. Sensitive materials, concentration ranges, and detection limits.

Sensitive Material Method of Detection Detection Range Limit of Detection Advantages/Disadvantages Ref

Porphyrin–graphene
oxide hybrid nanosheets

using as porphyrin
5,10,15,20-Tetra
(4-pyridyl)-21H,
23H-porphine

Sensitive
Electrochemical

Detection
20 to 5000 µM 1 µM

- wide linear range
- quick response

- low level of detecting
- excellent repeatability and stability;

- good biocompatibility
- high conductivity

- quick mass transport
- synergistic catalytic effect between

porphyrin and RGO

[21]

Flexible
microneedle electrode

array-based
biosensor and

multi-channel portable
electrochemical analyzer

Electrochemical
method 100 to 1200 µM 4 µM

- simultaneous detection of multiple
analytes

- excellent sensing capabilities to
these analytes

- high sensitivity
- linear ranges covering the

concentration
for clinical diagnosis
-small size, low cost

[18]

Mn(III)-5-(4-Amino-
phenyl)-10,15,20-

triphenyl-
porphyrin

Graphene modified GCE

Electrochemical
methods: differential

pulse voltammetry and
amperometric

techniques

0.5 to 500 µM and 20
to 290 µM 0.30 µM and 1.74 µM

-excellent electrocatalytic
Activity

- good stability
- high selectivity towards UA

-low fabrication costs
- wide linear ranges
- low detection limit

- potential to use in the clinical
detection

[22]

Chloro [3,7,12,17-tetra-
methyl-8,13-

divinyl-
porphyrin-

2,18-
dipropanoato (2−)]
Fe(III)/multi-wall
carbon nanotubes

Electrochemical
method 5.80 µM to 1.30 mM 0.30 µM - low cost

- high selectivity and sensitivity [23]

Cobalt tetra
-phenyl-

porphyrin with
chemically reduced

graphene oxide

Electrochemical
method 0.5 to 40 µM 0.15 µM - good stability

- low detection limit [24]

Pt@Ag
nanoflowers

Spectro-
phtometric
detection

0.5–150 µM 0.3 µM
-simple and

fast UA detection
platform for point-of-care diagnostics

[19]

Picolinic-Acid-
Functionalized
Metal−Organic

Frameworks

Fluorescence analysis 0.01 to 400 µM 0.0023 µM
-short reaction time, high

selectivity, high sensitivity, and wide
linear range for UA detection

[3]

Ru(III)-2,2′-
bipyridine/tri-n-propyl-

amine

Quenching of the elec-
trochemiluminescence 1 to 75 µM 1 µM

-possible interfering biological
species, such as cysteine, oxalate,

purine, glucose, and urea.
-ascorbic acid causes interference

[25]

Nanohybrid
constructed of gold

nanoclusters (Au NCs)
and quantum dots

fluorescence quenching
at 685 nm with the

addition of hydrogen
peroxide in the

presence of Fe2+ ions

0.67 to 60 µM 0.21 µmol·L−1

-successfully applied in the
determination of uric acid in serum

samples.
-selectivity

over other molecules and proteins
-good detection limit and dynamic

range

[26]

5,10,15,20-tetrakis(4-
amino-phenyl)-

porphyrin
(TAmPP)

Spectro-
photometric

detection
0.582 to 5.647 µM 0.28 µM -low detection limit This work

(TAmPP) with copper
nanoparticles (CuNPs)

Spectro-
photometric

detection
5.003 to 14.01 µM 0.61 µM

- CH3COONa and sodium salicylate
in high concentrations can induce

errors This work

(TAmPP) with platinum
nanoparticles (PtNPs)

Spectro-
photometric

detection
6.196 to 15.763 µM 0.57 µM

-good and stable response for UA in
the presence of the most common
interference species in biological

fluids.
-wide range of detection

This work

(TAmPP) with
Pt@CuNPs

Spectro-
photometric

detection
1.68 × to 8.08 µM 0.41 µM -CH3COONa and sodium salicylate

introduces small errors This work



Processes 2021, 9, 2072 4 of 20

2. Materials and Methods
2.1. Atomic Force Microscopy (AFM)

AFM images were recorded in contact mode on a Nanosurf®®EasyScan 2 Advanced
Research AFM, using a piezoelectric ceramic cantilever. The samples were deposited by
drop-casting method on silica plates.

2.2. UV-Vis Spectroscopy

UV-vis spectra were performed on a device JASCO V-650 with quartz cuvettes of
1 cm path length. Each specific measurement regarding UA detection was performed three
times. Standard deviation (SD) results were always lower than 0.0208.

2.3. X-ray Diffraction (XRD)

X-ray diffraction (XRD) was carried outon a X’pert Pro MPD X-ray diffractometer,
with monochromatic Cu Kα (λ = 1.5418 Å) incident radiation.

2.4. Emission-Scanning Electron Microscopy—(SEM)

The measurements were taken using a field emission-scanning electron microscope
(SEM/EDAX, Model IN-SPECT S), equipped with EDS detector, capable to detect signals for
both backscattered electrons and secondary electrons, using low vacuum at a magnification
= 3000×, high voltage = 30.00 KV and weight distance = 10.1 mm.

2.5. Reagents

Dimethyl sulfoxide, H2PtCl6 × 6H2O and trisodium citrate of highest purity were
produced by Sigma-Aldrich (St. Louis, MO, USA). Copper(II) chloride dihydrate and
sodium borohydride were provided by Merck (Darmstadt, Germany).

2.6. Calculation of the Detection Limit

The limit of detection (LOD) was calculated using the formula:

LOD =
[
3.3×

(σ

s

)]
where the coefficients 3.3 is the expansion factor, obtained with a 95% confidence level; s is
the slope of the signal/concentration functional relationship; and σ is standard deviation
of response-Y intercept [27].

2.7. Obtaining of 5,10,15,20-Tetrakis(4-amino-phenyl)porphyrin (TAmPP)

The synthesis of 5,10,15,20-meso-tetrakis-(p-amino-phenyl)-porphyrin, was conducted
in two steps, obtaining first the nitro-derivative, 10,15,20-meso-tetrakis- (p-nitro-phenyl)-
porphyrin, starting from p-nitrobenzaldehyde and acetic anhydride vigorously stirred
under nitrogen atmosphere in propionic acid as solvent followed by condensation reaction
with equimolecular amount of pyrrole. The second step, consisting in reduction of nitro-
groups to amino ones, was made under an argon atmosphere in concentrated HCl, usingan
excess of dihydrated SnC12 [28].

2.8. Synthesis of the Copper Colloid (CuNPs)

Method for synthesis of Cu colloid was adapted from the literature [29] as follows:
in 40 mL water solution of CuCl2 × 2H2O (c = 0.04 M, 1.6 × 10−3mole) stirred at room
temperature in a 250 mL three-neck round-bottom flask equipped with a water-bath and a
thermometer 16 g PVP 10,000 were dissolved (c = 0.04 M, 1.6× 10−3 moles) and the pH was
adjusted to 7 by adding 7.4 mL NaOH (c = 0.1 M). In order to perform the reduction reaction,
approximately 5 times excess of ascorbic acid, 40 mL solution (c = 0.2 M, 8 × 10−3 mole),
brought to pH = 7 with 18 mL solution of NaOH (c = 0.1 M) was then added drop-wise to
the copper mixture with vigorous stirring and heating at around 80 ◦C for 4 h. Meanwhile
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the color of the reaction mixture changed from milky white to yellow, orange, and finally
reddish-brown.

The UV-Vis spectrum of Cu colloid solution of concentration 7.131 × 10−4 M is pre-
sented in Figure 2, together with Atomic Force Microscopy (AFM) images. A maximum
of absorption is clearly visible for CuNPs at 591 nm. The shape of the Cu particles is
round with diameters of around 450 nm. The height distribution is 2–7 nm and the rugosit-
yaresmall (Sa = 0.55 nm). The highest peak is approximately even with the valley peak,
Sp = 3.3 nm, Sv =−3 nm, meaning that the CuNPs have a concave-convex lenticular aspect.
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Figure 2. The UV-vis spectrum of Cu colloid solution (7.131 × 10−4 M) and AFM images.

2.9. Obtaining of Hybrid Complex between CuNPs and TAmPP Porphyrin

The obtaining of thishybrid was carried outby adding portions of 0.01 mL wa-
ter solution of CuNPs (c = 7.131 × 10−4 M) to 5 mL solution of TAmPP in DMSO
(c = 3.189 × 10−5 M), under stirring for 1 min at room temperature. The capacity of por-
phyrin to link the CuNPs was monitored by UV-vis spectrometry (Figure 3). In this case,
the Soret band is increasing its intensity due to complex formation. Two clear isosbestic
points are forming at 455 nm and 680 nm, proving the new specie generation.
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The method is also useful for CuNPs detection in the range of 2.841 × 10−6–
8.456 × 10−6 M using TAmPP, sincethere is a linear dependence between the increasing of
intensity of absorption on the Soret band and the concentration of CuNPs, as presented in
Figure 4.
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In the case of the CuNPs-TAmPP complex, the morphology of the surface is uneven,
height distribution is 3–12 nm, and the rugosity Sa = 27 nm is 40 times higher than that
of CuNPs, while the highest peak is again approximately even with the valley peak,
but 20 times higher in comparison with that of CuNPs, Sp = 71 nm, and Sv = −64 nm.
The uniform distribution of round CuNPs on the AFM surface images might indicate a
coordination of CuNPs by nitrogen atoms in the core of porphyrin or by amino groups
from the periphery of the porphyrin ring.

In order to confirm our presumptions, we synthesized Cu(II)-TAmPPmetalloporphyrin
by classical metalation reaction with dehydrated CuCl2 [30] and compare its UV-Vis,
Fluorescence and FT-IR spectra (Figures S1–S3 from Supplementary data) with those of
CuNPs-TAmPP complex. As can be seen from the UV-Vis and from the fluorescence spectra,
the same position of absorption peaks and of emission peaks, respectively, are to be found
in both these analyses for synthesized CuTAmPP and for CuNPs-TAmPP complex, proving
that CuNPs is oxidized and the resulting copper(II) cation coordinates into the porphyrin
core. FT-IR spectra confirm also for these compared Cu-metalloporphyrin and CuNPs-
TAmPP complex, the presence of the same bands, the same allure and, in addition, the
disappearance in both spectra of the distortion band that is present around 965–990 cm−1

and is a typical δ NH band in the spectrum of the porphyrin base. Due to the high reactivity
of metal nanoparticles, the observed spectral changes are related to metal insertion in the
porphyrin macrocycle, and not simply to an interaction of the CuNP with TAmPP.

2.10. Obtaining of Mixed Nanoparticles with Cu Core and Pt Shell Pt@CuNPs

The method was adapted from the literature [19] as described below: to 10 mL solution
CuNPs (3.22× 10−3 M) were added 10 mL solution H2PtCl6 × 6H2O (c = 5.6 × 10−3 M), so
that a mole ratio of CuNPs/H2PtCl6 × 6H2O = 1:1.75 was achieved. The mixture was stirred
at room temperature for 20 min until the color turned dark-grey. The obtained nanopar-
ticles were washed with waterfive times and with ethanol twice. The UV-Vis spectrum
of Pt@CuNPs in water having the maximum of absorption at λ = 205 nm is presented in
Figure 5 together with the 2D and 3D-AFM images revealing its morphological, organization.



Processes 2021, 9, 2072 7 of 20Processes 2021, 9, x FOR PEER REVIEW 8 of 22 
 

 

 

Figure 5. The UV-Vis spectrum of Pt@CuNPs in water, together with 2D and 3D-AFM images. 

The AFM characteristics are completely different than the shape and size of CuNPs. 

By covering the Cu particles with platinum, the mixed Pt@CuNPs particles restructured 

their shape from round to isosceles triangles, and the size was significantly reduced from 

diameter of 450 nm to sides in the range of 150–180 nm. The recent literature is dedicated 

to the subject of the volume shrinkage of the inner cores, after covered with Pt shells. The 

impact of the lattice strainson the surface electronic structure of Pt was investigated with 

X-ray photoelectron spectroscopy (XPS) and high-resolution valence band (XPS), show-

ing lattice compression [31]. On the other hand, density functional theory calculations 

revealed that Pt shell undergo large tensile strains [32]. 

An explanation of the compressive strain effects of the Pt film was already at-

tempted [33], and is based on the consideration that, due to the interaction of the Pt film 

with the underlying metal substrate (in our case Cu having smaller interatomic spacing), 

the platinum atoms adopt the interatomic distances of the Cu substrate lattice morethan 

its normal spacing. As a consequence the thin film of platinum is subjected to compres-

sive strain. 

All the so-formed particles are oriented in the same direction and are accompanied 

by very small spherical particles of 30 nm that are probably unreacted CuNPs. 3D AFM 

images show triangular-based prisms with height distribution in the domain 8–21 nm. 

Regarding the triangular shape having the same orientation, thiswas found also for 

copper-gold, reported for the first time in the paper [34], for gold [35], for copper [36], 

and even highly ordered triangular particles were displayed, [37] as reported in our case. 

2.11. Obtaining of Hybrid Complex between Pt@CuNPs and TAmPP Porphyrin 

The complex between Pt@CuNPs and TAmPP porphyrin wasperformed in the same 

way as described in the case of CuNPs, by adding portions of 0.01 mL water solution of 

Pt@CuNPs (c = 7.25 × 10−4 M) to 5 mL solution of TAmPP in DMSO (c = 3.265 × 10−5M) 

under stirring for 1 min at room temperature. The capacity of porphyrin to link the 

Pt@CuNPs was monitored by UV-vis spectrometry (Figure 6). As already reported for 

CuNPs, in this case the Soret band is also increasing its intensity due to complex for-

mation and a single isosbestic point is formed at 453 nm the allure of the spectrum being 

similar with that from Figure 3, despite the lack of a second isosbestic point on the Q 

bands. The large variation in Q band not accompanied by the same in B-band might be 

the result of amino-functional group interference in the formation of the complex. It is 

known that UV-vis changes are more significant on Q bands if porphyrins act due to pe-

ripheral interactions. 

Figure 5. The UV-Vis spectrum of Pt@CuNPs in water, together with 2D and 3D-AFM images.

The AFM characteristics are completely different than the shape and size of CuNPs.
By covering the Cu particles with platinum, the mixed Pt@CuNPs particles restructured
their shape from round to isosceles triangles, and the size was significantly reduced from
diameter of 450 nm to sides in the range of 150–180 nm. The recent literature is dedicated
to the subject of the volume shrinkage of the inner cores, after covered with Pt shells. The
impact of the lattice strainson the surface electronic structure of Pt was investigated with
X-ray photoelectron spectroscopy (XPS) and high-resolution valence band (XPS), showing
lattice compression [31]. On the other hand, density functional theory calculations revealed
that Pt shell undergo large tensile strains [32].

An explanation of the compressive strain effects of the Pt film was already attempted [33],
and is based on the consideration that, due to the interaction of the Pt film with the under-
lying metal substrate (in our case Cu having smaller interatomic spacing), the platinum
atoms adopt the interatomic distances of the Cu substrate lattice morethan its normal
spacing. As a consequence the thin film of platinum is subjected to compressive strain.

All the so-formed particles are oriented in the same direction and are accompanied by
very small spherical particles of 30 nm that are probably unreacted CuNPs. 3D AFM images
show triangular-based prisms with height distribution in the domain 8–21 nm. Regarding
the triangular shape having the same orientation, thiswas found also for copper-gold,
reported for the first time in the paper [34], for gold [35], for copper [36], and even highly
ordered triangular particles were displayed, [37] as reported in our case.

2.11. Obtaining of Hybrid Complex between Pt@CuNPs and TAmPP Porphyrin

The complex between Pt@CuNPs and TAmPP porphyrin wasperformed in the same
way as described in the case of CuNPs, by adding portions of 0.01 mL water solution of
Pt@CuNPs (c = 7.25 × 10−4 M) to 5 mL solution of TAmPP in DMSO (c = 3.265 × 10−5M)
under stirring for 1 min at room temperature. The capacity of porphyrin to link the
Pt@CuNPs was monitored by UV-vis spectrometry (Figure 6). As already reported for
CuNPs, in this case the Soret band is also increasing its intensity due to complex formation
and a single isosbestic point is formed at 453 nm the allure of the spectrum being similar
with that from Figure 3, despite the lack of a second isosbestic point on the Q bands. The
large variation in Q band not accompanied by the same in B-band might be the result of
amino-functional group interference in the formation of the complex. It is known that UV-
vis changes are more significant on Q bands if porphyrins act due to peripheral interactions.
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Figure 6. UV-Vis spectrometry of obtaining the hybrid complex between Pt@CuNPs and TAmPP
porphyrin and AFM images of complex.

The AFM images show that the hybrid between Pt@CuNPs and TAmPP porphyrin
have ovoid particles with sizes in the range of 85–120 nm which randomly dispersed
containwith large voids, as can be seen in topography scan (Figure 6). The rugosity analysis
offers a very interesting aspect. The Sv is around −7 nm, and the Sp is of +7 nm, meaning
that the ovoid systems are half above and half below the plane.

2.12. Synthesis of the Platinum Colloid

Obtaining of PtNPswas carried outas described in literature [38], as follows: in 30 mL
water was dissolved 0.029 g H2PtCl6 × 6H2O (c = 1.6 × 10−3 M, 7.07 × 10−5 moles). To
this solution it was added 0.035 g trisodium citrate (1.35 × 10−4 moles). The mixture was
stirred at 1000 rpm for 30 min. Then, 0.7 mL NaBH4 (c = 0.05 M, 1.32 × 10−3 moles) was
added to the above mixture and stirred for 1 h, at ambient temperature. The color changed
from slightly yellow to brownish yellow at the end of the reaction.

The UV-vis spectrum and the morphology of the surface of platinum nanoparticles
obtained are represented in Figure 7. The PtNPs are spherical of around 85 nm, not
aggregated, with narrow height distribution of 3–7 nm, the rugositySa = 2 nm, and a very
symmetrical distribution of highest peak (Sp = 8.1 nm), and of lowest valley (Sv = −7 nm).
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Figure 7. The UV-Vis spectrum and the 2D AFM image of the PtNPs.

2.13. Method for Obtaining of the Hybrid Material between TAmPP and PtNPs

To 5 mL TAmPP solution in DMSO (c = 3.1366 × 10−5 M) portions of 0.01 mL PtNPs
(c = 3.94 × 10−4 M) were added. The mixtures were stirred for 60 s and UV-Vis spectra
were recorded (Figure 8).

The morphology of the surface of TAmPP-PtNPs (represented in detail (a) of Figure 8)
is completely modified in comparison with both PtNPs (detail Figure 7) and with TAmPP
(represented in detail (b) of Figure 8).
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Figure 8. Overlapped UV-Vis spectra, monitoring the obtaining of TAmPP- PtNPs hybrid material.
Detail (a): AFM image of TAmPP- PtNPs hybrid material. Detail (b): AFM image of TAmPP.

As clearly presented, dispersed triangular forms with sides of 100 nm are formed by
TAmPP-PtNPs hybrid material (Figure 8, detail (a)), these being different in size and shape
from both the spherical nanoparticles of platinum (Figure 7) and the compact aggregates
based on larger triangular building-blocks of TAmPP (with sides of 200 nm, as imaged in
Figure 8, detail (b)).
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2.14. X-ray Diffraction (XRD) Characterization of the CuNPs, PtNPs and Platinum Covered
Copper Core Nanoparticles (Pt@CuNPs)

From the X-ray diffraction measurements, the crystalline form of the three metallic
nanoparticlescan be noticed. For the CuNPs nanomaterial, the identification was carried
outby using JCPDS No. 00-001-1241 and the most intense peak can be found at 47.54◦. For
the PtNPs nanomaterial, the identification was carried outby using JCPDS No. 00-001-1194
and the most significant peak is located at 45.49◦, as can be seen in Figure 9. Both of these
materials belong to cubic crystal system, space group=Fm3m, having crystallographic
parameters for Cu a (Å) = b (Å) = c (Å) = 3.5970 (cell volume 46.54 × 106 pm3) and
respectively for Pt a (Å) = b (Å) = c (Å) = 3.9161 (cell volume 60.06 × 106 pm3).

The Pt@CuNPs nanomaterial has the most intense peak at 39.64◦ (attributed to Pt
with Miller indices (111) but split in two due to the interactions taking place at the Cu-Pt
interface. The peak identified as (200) belongs both to Cu and to Pt. The peak marked
(220) is attributed to Cu. The (311) peak is attributed also to both Cu and Pt and split (on
XRD diagram of Pt it can be noticed a shoulder on its corresponding peak). The peaks
noted with a star were identified by the help of JCPDS No. 00-023-0221 as belonging
to oxidized system CuPt3O6. It is to be noticed that an oxidation process could occur
regarding the samples provided for XRD, sincethese samples were fast obtained only for
this investigations and the syntheses were conducted without nitrogen pillow and without
using the PVP as stabilizing agent.
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2.15. Emission-Scanning Electron Microscopy—(SEM) Characterization of the CuNPs, PtNPs
and (Pt@CuNPs) Nanoparticles

The SEM/EDAX measurements reveal the main cubic crystallization form and the
presence of required elements in EDAX detail (Figure 10). The dimension of the particle is
significantly smaller in the case of (Pt@CuNPs) nanoparticles than in the case of PtNPs,
probably due to the same effect of the volume shrinkage (already explained in detail in
Section 2.10). In case of CuNPs, plackets emitting light are observed (Figure 10a).
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Figure 10. SEM images with EDAX in detail for: (a) CuNPs; (b) PtNPs; (c) Pt@CuNPs.

3. Results and Discussions
3.1. Detection of UA Using Acidified TAmPP Solution in DMSO

Asolution of 5 mL TAmPP in DMSO (pH = 4.5 realized with HCl) having 3.3467 × 10−5 M
concentration is treated in steps with 0.01 mL solution of UA in DMSO of 2.974 × 10−5 M
concentration.

The changes in UV-Vis spectra shape and position were registered and represented
in Figure 11. By increasing the UA concentration, the Soret band and the QII and QIII
bands are decreasing in intensity, while QI is significantly increasing its intensity and,
hypsochromically shifted. In the UV–Vis spectra, a clear isosbestic point at the 682 nm
wavelength on the shoulder of the QII band can be noticed. The dependence between the
intensity of absorption measured at Soret band (425 nm) and the UA concentration is linear
in the range of 0.582 × 10−6–5.6472 × 10−6 M, as presented in Figure 12.
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(425 nm) and the UA concentration.

3.1.1. Interference Study

The effect of interfering species usually present together with UA in the targeted
media (human serum and urine), such as:glucose (Glu), ascorbic acid (AA), NaCl, KCl,
CH3COONa, MgSO4, KI, lactic acid (LA), sodium salicylate (SS), were assessed in the
presence of UA and presented in Figures 13 and 14.
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To freshly prepared portions of 3 mL TAmPP complex with UA were added in each
case 0.5 mL of solutions of interfering species at a concentration of 1 × 10−3M, so that this
concentration represents approximately 1000-fold increase as compared to the UA detected
concentration domain. Each sample was stirred for 1 min and the UV-vis spectra were
recorded. Each measurement was performed three times. The average percentage errors for
UA detection are calculated as |∆I|/I × 100 (where I represents the absorption intensity
of the sample containing UA and |∆I| is the difference in module between absorption
intensity of UA and of each studied interference specie, as displayed in Figure 14.

3.1.2. Mechanism of Detection of Uric Acid by Solely Porphyrin

Keto-enol tautomerism is a property of uric acid that suffers equilibrium between the
lactam and the lactim forms. The lactim form has aromatic structure (Figure 15) but uric
acid is crystalline and stable in its lactim form. Since all of the detection experiments have
been performed in aqueous solutions at pH around 4.5, UA and TAmPP porphyrin are both
protonated and the lactim form might be in equilibrium with urate ion. The mechanism of
recognition can thus be based by a proton transfer from the deprotonatedTAmPP porphyrin
toward the urate ion, with regeneration of lactim form.
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the urate ion, with regeneration of lactim form.

3.2. Detection of Uric Acid with TAmPP- CuNPs Hybrid Material

Detection of UA using TAmPP-CuNPs hybrid material is presented in Supplementary
material, because the detected domain (Figures S4 and S5) is overlapping with the detection
realized using TAmPP-Pt@CuNPs and TAmPP-PtNPs. In addition, the main disadvantage
by using TAmPP-CuNPs hybrid material is that CH3COONa and sodium salicylate are
significantly interfering with UA detection (Figures S6 and S7), if present in 1000 fold
higher concentrations than UA.
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3.3. Detection of UA Using TAmPP- Pt@CuNPs Hybrid Material

To 5 mL TAmPP-Pt@CuNPs hybrid complex acidified with HCl (c = 0.01 M) to pH = 4.5
portions of 0.01 mL UA in DMSO (c = 2.974 × 10−4 M) were added and stirred for 1 min at
room temperature. The UV-vis spectra were registered as represented in Figure 16. The
UV-Vis absorption spectrum shows the same shifts and changes as in the case of the UA
with TAmPP-CuNPs complex, as shown in Figure S4 in Supplementary material.

Processes 2021, 9, x FOR PEER REVIEW 15 of 22 
 

 

3.2. Detection of Uric Acid with TAmPP- CuNPs Hybrid Material 

Detection of UA using TAmPP-CuNPs hybrid material is presented in Supplemen-

tary material, because the detected domain (Figures S4 and S5) is overlapping with the 

detection realized using TAmPP-Pt@CuNPs and TAmPP-PtNPs. In addition, the main 

disadvantage by using TAmPP-CuNPs hybrid material is that CH3COONa and sodium 

salicylate are significantly interfering with UA detection (Figures S6 and S7), if present in 

1000 fold higher concentrations than UA. 

3.3. Detection of UA Using TAmPP- Pt@CuNPs Hybrid Material 

To 5 mL TAmPP-Pt@CuNPs hybrid complex acidified with HCl (c = 0.01 M) to pH = 

4.5 portions of 0.01 mL UA in DMSO (c = 2.974 × 10−4 M) were added and stirred for 1 min 

at room temperature. The UV-vis spectra were registered as represented in Figure 16. The 

UV-Vis absorption spectrum shows the same shifts and changes as in the case of the UA 

with TAmPP-CuNPs complex, as shown in Figure S4 in in Supplementary material. 

 

Figure 16. The UV-vis spectra registered by adding UA to TAmPP- Pt@CuNPs hybrid material in DMSO solution; AFM 

images of TAmPP- Pt@CuNPs hybrid material after exposure to UA. 

The AFM images taken after TAmPP- Pt@CuNPs hybrid material was exposed to 

increased concentrations of UA are presented indetail in Figure 16. In this case we ob-

tained highly-ordered supramolecular architectures of triangular aspect with equal sides 

of 211 nm, self-associating due to stacking of the large, flat core of the porphyrins, both 

caused by hydrogen bonding between an acceptor from internal N and a donor from NH 

functionalities from both porphyrin periphery and uric acid, favored by acidic environ-

ment. On the other hand, these aggregates are similarly organized with nematic liquid 

crystals that follow one directory axis, in which both the polarizability and the refraction 

index are different in comparison with the other two axes [39]. Additionally, the distance 

between molecules is not uniform, independent of the direction of measuring. The ru-

gosity has a small value Sa = 2.6 nm, but the surface reveals the formation of voids, fa-

voring detection (see AFM image –topography). Height distribution is in the range of 

nanomaterials of 8–17 nm. 

To determine the dependence of the absorption intensity of TAmPP- Pt@CuNPs 

hybrid material in function of UA concentration, we represent the changes in UV-vis 

Figure 16. The UV-vis spectra registered by adding UA to TAmPP- Pt@CuNPs hybrid material in DMSO solution; AFM
images of TAmPP- Pt@CuNPs hybrid material after exposure to UA.

The AFM images taken after TAmPP- Pt@CuNPs hybrid material was exposed to
increased concentrations of UA are presented indetail in Figure 16. In this case we ob-
tained highly-ordered supramolecular architectures of triangular aspect with equal sides
of 211 nm, self-associating due to stacking of the large, flat core of the porphyrins, both
caused by hydrogen bonding between an acceptor from internal N and a donor from NH
functionalities from both porphyrin periphery and uric acid, favored by acidic environment.
On the other hand, these aggregates are similarly organized with nematic liquid crystals
that follow one directory axis, in which both the polarizability and the refraction index are
different in comparison with the other two axes [39]. Additionally, the distance between
molecules is not uniform, independent of the direction of measuring. The rugosity has a
small value Sa = 2.6 nm, but the surface reveals the formation of voids, favoring detection
(see AFM image –topography). Height distribution is in the range of nanomaterials of
8–17 nm.

To determine the dependence of the absorption intensity of TAmPP- Pt@CuNPs hybrid
material in function of UA concentration, we represent the changes in UV-vis spectra both
at 425 nm (on Soret band) and also at 790 nm (on QI band). In the first case we have a
decreasing linear dependence in the range of 1.68 × 10−6–8.08 × 10−6 M and in the second
an increasing linear dependence in a narrower range of 1.13 × 10−6–5.48 × 10−6 M, both
characterized by very good correlation coefficients, as represented in Figure 17.
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3.3.1. Interference Study

The effect of interfering species was studied taking into consideration the same ions
and molecules as described in Section 3.1.1, and representing the obtained UV-Vis spectra
(Figure 18). To freshly prepared portions of 3 mL TAmPP-Pt@CuNPs hybrid material
containing 0.1 mL 1 × 10−5 M UA in DMSO were added in each case 1 mL of solutions of
interfering species at a concentration of 1 × 10−3M, to obtain 1000-fold increased concen-
trations as compared to the UA detected concentration domain. The average percentage
errors for UA detection are displayed in Figure 19.
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Figure 18. Overlapped UV-Vis spectra representing the influence of diverse interfering species:
glucose (Glu), ascorbic acid (AA), NaCl, KCl, CH3COONa, MgSO4, KI, lactic acid (LA), sodium
salicylate (SS), on the TAmPP-Pt@CuNPs hybrid complex at concentrations 1000-fold higher than UA.
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Figures 18 and 19 showed that using TAmPP- Pt@CuNPs hybrid material a better
accuracy is obtained than in the case of TAmPP-CuNPs hybrid material, even if in case of
CH3COONa and SS, the average percentage errors are 2.92 and 4.66, respectively.

3.4. Detection of UA Using TAmPP-PtNPs Hybrid Complex

The detectionwas carried outalso in acidified medium pH = 4.5 by adding portions of
0.01 mL UA in DMSO (c = 2.974 × 10−4 M) to 5 mL of TAmPP-PtNPs hybrid complex at
room temperature. The UV-Vis spectra were registered, after 1 min stirring, as represented
in Figure 20.
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Figure 20. Overlapped UV-Vis spectra of complex TAmPP-PtNPs after continuous adding of uric acid. In detail AFM image
of the material after treatment with uric acid.

As can be seen from Figure 20, a very clear isosbestic point was formed on the
Soret band at 460 nm, accompanied by other three ones located at 570 nm, 610 nm, and
670 nm. The intensity of the Soret band of the TAmPP-PtNPs complex decreased linearly
in the range 6.1958 × 10−6–1.5763 × 10−5 M UA concentration (Figure 21), while the
intensity of the QI band is continuously increasing with UA concentration. The precision
of measurements is appropriate and the domain of UA concentrations is wider than all
the other cases and complete the field detected by TAmPP-Pt@CuNPs hybrid material
(1.68 × 10−6–8.08 × 10−6 M).
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Interference Study

The effect of interfering species was carried outusing the same ions and molecules
having 1000-fold increased concentrations in comparison with the UA, as described in
Sections 3.1.1 and 3.3.1. The obtained UV-Vis spectra were drawn in Figure 22. The average
percentage errors for UA detection are displayed in Figure 23.
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salicylate (SS) on the TAmPP-PtNPs hybrid complex at concentrations 1000-fold higher than UA.
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Figure 23. Average percentage errors for UA optical detection using TAmPP-PtNPs complex, intro-
duced by different interferences.

The complex TAmPP-PtNPs offers the best and highly stable response for UA in the
presence of interference species present in human environment, all of the tested species
introducing average percentage errors below 1.05%.

3.5. Real Test on Synthetic Solution Using TAmPP-PtNPs Complex

A synthetic solution containing UA of 8 × 10−6 M concentration, gave a result of
8.1 × 10−6 M, and the same solution of UA containing AA, KI, SS, Glu and NaCl interfer-
ences (8 × 10−4 M concentration) gave a result of 8.19 × 10−6 M. These values confirm a
maximum error of 2.3% when using aTAmPP-PtNPs complex that can be considered for
UA sensor formulations.

4. Conclusions

Starting from the knowledge that the average levels of uric acid in serum and urine
for healthy human are between 120 to 420 µM and from 1.48 to 4.43 mM, respectively, our
approach was to develop new series of selective and sensitive sensors for UA [5].
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Several hybrid nanomaterials based on 5,10,15,20-tetrakis-(4-amino-phenyl)-porphyrin
andCuNPs, PtNPs, respectively, Pt@CuNPs were obtained and tested for their capacity to
detect uric acid from solutions by an optical method, which can be a fast and cheap method
and to increase selectivity and sensitivity. The introduction of metal nanoparticles such
asCuNPs, PtNPs, and both metal nanoparticles into the hybrid material was proven to be
useful for increasing the detection range.

All methods described in this paper can be applied in the detection of uric acid in
human fluids in a combined range between 0.582 × 10−6–1.5763 × 10−5 M UA concen-
trations (Figure 24), the lowest detection being realized by TAmPP alone with a detection
limit of 0.28 µM UA. The materials were characterized by morphological studies before
and after treatment with UA. One of the largest domain for UA detection was obtained by
the TAmPP-CuNPs hybrid, that was able to detect and quantify the largest concentration
domain 5.03 × 10−6–1.40 × 10−5 M UA, but with main drawback of CH3COONa and
sodium salicylate which may be problematic interferences if present in 1000 fold higher
concentrations than UA. Besides, this domain is partially covered by TAmPP-Pt@CuNPs
and partially by TAmPP-PtNPs, as clearly presented in Figure 24.
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The hybrid TAmPP-PtNPs show a more wide, stable, and selective response for UA de-
tection (domain range 6.19 × 10−6–15.76 × 10−6 M) not being disturbed by in the presence
of interference species present in human environment even if in very high concentrations.

The use of the hybrid TAmPP-Pt@CuNPs has the advantage of lowering the detection
to trace detection of uric acid 1.68 × 10−6–8.08 × 10−6 M when linear dependence is calcu-
lated considering the absorption intensity on Soret band, and 1.13 × 10−6–5.48 × 10−6 M
if using the intensity values measured on QI band. Another economically important aspect
is the use of a smaller amount of platinum.

The realized complementarity between the detection domains, as presented in Figure 24,
is making this method a useful one for uric acid quantification from all types of biological
fluid samples.
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