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We provide here information about the stability of the Brewer spectrophotometer in Athens 
according to the Standard Lamp ratio R6, obtained from the results of the calibrations of the 
instrument that were held in Athens, Greece, in 1) 2004, 2) 2007, 3) 2010, 4) 2013 and 5) 2019. 
 

(1) Calibration 2004: SL ratio R6 
 

 

 
 
 

(2) Calibration 2007: SL ratio R6 
 

 



 
 
 

(3) Calibration 2010: SL ratio R6 
 

 
 
 

(4) Calibration 2013: SL ratio R6 
 

 
 



 
(5) Calibration 2019: SL ratio R6 

 

 
Figure S1. Information about the stability of the Brewer spectrophotometer according to the 
calibrations of the instrument in 1) 2004, 2) 2007, 3) 2010, 4) 2013 and 5) 2019. 


